BD Medical

1 Becton Drive

Frankiin Lakes, NJ 07417
UBA

jel: 201-847-6800

www.bd.com " Helping all people
live healthy lives

FOR U.8. CUSTOMERS USING BD PLASTIC SYRINGES
September 1, 2015

Dear Sir/ Madam,

This letter is being provided in follow-up to our July 31, 2015, communication’ regarding BD plastic sterile
syringes. These syringes are FDA-cleared for use in general purpose fluid aspiration / injection only, and
the concerns addressed in this communication do not relate to that cleared use.

We have become aware that these syringes are being used for purposes for which they were not
designed or cleared, More specifically, compounding facilities and repackagers are using these syringes
as closed containers, in which medications are stored prior to administration. We have received reports
of decreased potency when drugs are compounded or repackaged and stored in these syringes.
Because of the potential public heaith impact when the syringes are used in this way, we are
issuing this communication to assist in identifying affected syringes.,

We have determined that the cause of the reported decreased potency is an interaction with a rubber
stopper used in certain product lots. To date, decreased potency has been reported for the following
drugs: fentanyl, rocuronium, neostigmine, morphine, midazolam, methadone, atropine, hydromorphons,
cisatracurium, and remifentanyl, Decreased drug potency has only been reported when diugs are
stored in these syringes.

1. Delermine the Catalog Number and Lot Number of your syringes. The Catalog Number Is a six
digit number and the lot number is a seven-digit number that are both shown on the product
packaging. For assistance in identifying these numbers, refer to the document that is available on
the BD.com website on the "Alert: Drug Storage & BD Syringes” webpage by clicking on the link
“Instructions for ldentifying Catalog and Lot Numbers”,

! httpy/Awww.bd.com/hypodermic/pdt/07-31-18-letter. pdf
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2. Determine whether your syringes come from an affected lot.

a. Visit the BD webpage dedicated to this issue by navigating to www.bd.com and clicking
oh “Alert: Drug Storage & BD Syringes,” or by typing www.bd.com/alerts-notices into your
web browser.

b. Scroll to the bottom of the page and look for the search box.

¢. You can search by Catalog Number (six digits) or Lot Number (seven digits). You may
enter one Catalog Number or multiple Lot Numbers. Remember, if you would like to
check more than one lot number, separate your entries with a comma. The search
function will return any results containing either search term.

d. Please make sure to double-check the Lot Number(s) or Catalog Number you enter to
ensure that you have typed the number correctly.

e. |f the Catalog or Lot Number you entered is affected by this issue, a report containing
“‘Catalog No.", “Syringe Description”, and “Lot No.” will appear along with a list of the
affected Lot(s) If the Catalog or Lot Number(s) you entered are not affected (i.e. catalog
number and/or lots were not made with the alternate stopper), then the following
messages will appear: "You searched for: [the search terms you entered]” and “The lot or
catalog numbers you entered were NOT produced using the alternate stopper”. If you
receive these messages, be sure to check that you entered the correct numbers.

f. BD will continue to manufacture syringes using both the primary and alternate stopper, as
both work properly when the syringes are used as intended. Accordingly, the list of lots
containing the affected alternate stopper will continue to be updated on a weekly basis.

BD is concerned that abrupt withdrawal from use of general purpose syringes for compounding and
repackaging would result in increased risk to patients and disruption in the health care system. Because
BD continues to manufacture and distribute syringes that contain the affected stoppers, compounding
facilities and repackagers should use the contact information below to ensure they receive syringes with
stoppers that have not been associated with reports of decreased potency.

Please remember that if you are using BD syringes for their intended use of general purpose fluid
aspiration / injection, and not for storage before administration, you can (:ontlnue to safely use
any lot of thasa products. Wa also note that in the us., BDIn ulin Syril

To help answer any questions you may have as quickly and efficiently as possible, BD has created a
dedicated phone number (201-847-4500) and email address (drug_potency@bd.com) for Inquiries
related to this matter,

Sincerely, l
Hlex(.
Alex Wesolowski
VP, Corporate Regulatory Operations
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APPENDIX -LJ.8. Alternate Stopper Quick Reference Guide

N ‘ o , . ' " produced with Alternate Stopper
Syiinge Bize Produst | Catalog Mo, | Dates (MM/YYYY] Lot Datalls
mk Luer-Lok™ syringe {30068 o012 Only two fots produced
All Others Varlous ' Never

' -Pharmacv Convanlanes Wavs :
It ‘swlhgez ff:::mw L

Smi Pharmacy Convenlenca Trays 309708 08/2013-04/2015 Refer to bd,com/aletts-notices
Blunt Fill Needle + Syringe Combo 305062 01/2018-07/2015  |[Refer to bd.com/aleris-notices
Bulk non-sterile syringe 301027, 301028 08/2012-07/2015  |Refer to bd.com/alerts-notices
Oral syringe 305208, 303086, BOE218 107/2014-07/20158  |Refer to bd.com/alertsnotices
Enteral syringe 305855, 305856 07/2014-07/2015  {Refer 1o bd.com/alerts-notices
Safatyl.ok™ syringe 305558, 305561 03/2014-Prasent | Refer to bd.com/alerte-notices
Luer-Lok™ syringe {Eurographics} 800649 Nevar
Luer-Lok™ syringe Al {excl, 308649) 08/2012-Prasent  {Refer to bd.com/alarts-notices
All Othgrs — rlous New .

] Eccentrlc Tip swlngﬂ [120 Pack) “Tsooea |07/2013-Present |Refer to bd.com/alerts-notices |
Luer-Lok™ syrivge 302830 1172012 Only three lots produced
. lVarlaua e NEVES
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